Evaluation of the effectiveness of muscle assistive device using muscle fatigue analysis.
There have been many kinds of wearable robots or wearable assistive devices to reduce the burden of workers in several industries. But there is no quantitative and objective method to evaluate the effectiveness of the device. In this study, a new method to evaluate the effectiveness of the muscle assistive device is suggested.